Brief clinical report on visual reinforcement audiometry with deaf infants.
Visual reinforcement audiometry (VRA) is a commonly used and efficient procedure for measuring hearing thresholds on infants and young children. The reliability of VRA with normal infants is well established. However, there are few reports, if any, in the literature on the use of VRA with deaf infants under one year of age. This report presents two cases of deaf 11 month old infants, showing test-retest audiograms obtained using VRA. The median retest threshold change was 10 dB. This suggests that VRA is a clinically viable technique, even with deaf infants.